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NOTICES

When Goverrment drawings, specifications, or other data are used
for any purpose other than in connection with a definitely related
Government procurement operation, the United States Government thereby
incurs no responsibility nor any obligation whatsoever; and the fact
that the Government may have formulated, furnished, or in any way sup-
plied the said drawings, spectficafions, or other data, is not to be
regerded by implication or otherwise as in any manner licensing the
holder or any other person or corporation, or conveying any rights or
permission to manufacture, use, or sell any patented invention that

may in any way be related thereto.

Qualified requesters may obtain copies of this report from the
Defense Documentation Center (DDC), (formerly ASTIA), Cameron Station,

Bldg. 5, {010 Duke Street, Alexandria 4, Virginia.

This report has been released to the Office of Technical Services,
U. S. Department of Commerce, Washington 25, D, C., for sale to the

general public,

Copies of this report should not be returned to the Resgsearch and
Technology Division unless return is required by security considerations,

contractual obligatiors, or notice on a specific document.
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ABSTRACT

Details are given for molecular beam apparatus for the mecasure-
ment of the angular distribution of molecules effusing from non-ideal
orifices. Some results obtained for a cylindrical orifice with length/
radfus = 2.42 are in falr agreement with the theoretical analysis,

The vacuum microbalance and furnace which are used in the micro-
balance-inverted Knudsen effusion-recoil (Miker) technique for deter-
mining vapor pressures and molecular weights are described in detall.
Miker results for the vapor pressure of silver, gold, and calcium
fluoride are in good agreement with values published by other workers,.
Some data on the diffusfon of silver and gold vapors through graphite
cell walls resulted as a by-product of these studies. Values obtained
for the molecular weights of tin and calcium flucoride vapors are some-
what ambiguous, but do indicate that improvements in the technique are
still possible and necessary.

An analysis of the rate of effusion from a cocling Knudsen effusion
cell is given,

The complete details of an analysis and computation of fransmission
probabilities, angular distribution functions, and recoil force correc-

tions for conical and cylindrical orifices are now available.
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constant.

area of orifice; see also figure 17,
cquivalent-arca parameter in capillary effusion.
slope of Clausius-Clapeyron plot:1nP = C-(B/I).
arm-length of balance beam.

constant,

number of molecules which flow, per second, from
an orifice into the incremental solid angle between
8 and 9+d8,

number of molecules which pass per second from an
orfice into the incremental solid angle dw located
at angle 8 from the orifice axis,

incremental solid angle,
Gibbs free energy; recoli force.
recoil-force correction facto:s.

o o]
free energy function, (ET H 298)A1'
function of temperature,.

transmission probability of orifice; mass of balance
beam,

gravitational acceleration,

function cf time,

enthalpy.

electrical current,

moment of inertia of balance beam,

experimental angular intensity of molecular beanm,
proportional to §d.

cooling constants: radiation, conduction,

axial length of orifice,

molar mass of effusing vapor,

average molar iass of effusing vepor,

actual recoil mass; mass of calibrating weights,
mass which effuses from a Miker cell during ccoling.
ideal recoil mass.

number of molecules which enter the molecular beam
detector orifice per second.

actual pressure within effusion rell,
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pressure measured by Knudsen method,
pressure determined by recoil force measurement,

fraction of effusing molecules, per steradian, which
strike detector at engle §.

balance load; also used to reprecsent a group of terms
in Section VI, D,

complicated function fg orifice parameters; discussed
and derived in Part I 7,

gas constant,

radius of orifice; X minimum radius.
see Figure 17,

absolute temperature,

time, usually seccnds,

parameter in Section VI,D,; u = (ZB/T)s.
transmission probability of orifice,
mass of vapor which effuses.

rate of effusion (mass/sec).

coordinate; incremental load on balance,
angle measured from the axis of an orifice; anguler
deflection of balance beam,

@m) 2,

micron,

incident molecular density (molecules per cm?per sec)
in reservolr from which effusion occure,

microgram,

density,
period of oscillation of balance,

%
@2/m)* o(v).
represents the normal probability function (equation 22),

mass fraction,
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SECTION I

INTRODUCTION

21,28 is widely used, in varied

The Knudsen effusion technique
guises, to obtain vapor and/or dissociation pressure data, especially
at high temperatures. In actual laboratory operation the conditions
under which effusion occurs are rarely, if ever, the ideal conditions
assumed in the derivation of the simple Knudsen equation. This re-
port surmarizes work on several approaches designed to clarify the
understanding of the effusion process under non-ideal conditions.
More detailed introductory paragraphs are included in each of the

following sections.

SECTION II

THEORZTICAL ANALYSIS OF MOLECULAR FLOW
THROUGH CONICAL ORIFICES

In Part I of this reportla we discussed in some detail our anal-
ysis of molecular flow through the completely general conical orifice.
An even more detailed discussion (including computer program) of the
analysis and of the implications of the results is now available in

Edwards' thesis11 which is incorporated by reference in this report.

Manuscript released by author August 1964 for publication as an ASD

Technical Documentary Report.




SECTION III

EXPERIMENTAL APPARATUS FOR MEASUREMENT
OF ANGULAR DISTRIBUTION OF MOLECULAR FLOW
THROUGH CONICAL ORIFICES

Of the various quantities which are derived in the theoretical anal-
ysis (see Section II) and which are amensble to experimental study, the
most critical is the angular distribution of molecules effusing from an
orifice, i. e., the variation with 8 of the number QE” of molecules which
pass per second from the orifice into the incremental solid angle dw lo-
cated at angle 8 from the orifice axis. The theoretical analysis pre-
dicts that 4y is proportional to{QNcos L QN is the complicated function
o crifice parameters which arise4 from the non-ideality of the orifice
(for the ideal orifice, QN is always unity). Measurement of gﬁw or an
equivalent quantity would provide experimental data which could be com-
pared directly with theoretical values for Qycos 8.

To accomplish these measurements the apparatus described in this
section (and briefly in Part 114) has been constructed. It is designed
to allow a study of the effusion of a permanent gas (e.g., NZ’ He, COZ)
at any suitable pressure from any orifice with a geometry which can be
machined into a small circuiar plate. Permanent gases are used as ef-
fusants so that the apparatus can be operated at room temperature;
concern that the reservoir-orifice system may not be isothermal is
thereby minimized. For thils advantage the ability to study the effusion
process as a function of temperature is sacrificed.

The angular distribution of effusing molecules is determined by a
molecular beam method33 incorporating a modulated beam techniquelB.

The reservoir from which the molecules effuse can be rotated on an axis
which passes through, and is paralleil to, the outer face of the orifice
under study. Two stationary collimating orifices and the effusion orifice
under study define a molecular beam, the beam is modulated by a mechanical

chopper, and its intensity is determined by a neutral-beam detector,




The apparatus, a diagrammatic horizontal cross-section of which 1is
shown in Figure 1, consists of five principal componentsg: (A) The Main

Vacuum Chamber, which can be maintained at a pressure very low with re-

spect to the pressure in the gas reservoir, and which contains the rotat-

ing effusion cell; (B) The Gas Reservoir, a large chamber from which gas

flows to the effusion cell and in which the pressure can be kept constant;

(C) The Buffer Chamber, a small independently-pumped chamber which is

separated from the main chamber by a plate containing the first collimating
orifice, and which contains a chopper capable of interrupting the beam

about one hundred times per second; (D) The Detector Chamber, an indepen-

dently-pumped volume which is scparated from the buffer chamber by a plate

containing the second collimating orifice, and which contains an electron-

impact molecular beam detector; (E) The Detector Electronics, which con-

sists of a power supply for the beam tonizer and a system to amplify the

ion current from the ion collector.
A. THE MAIN VACUUM CHAMBER

1. The Vacuum Envelope: The vacuum envelope is coastructed from

a cold-rolled seamless steel pipe, 12 in. long, with 7.5-in. {.d,
and 0.25-in. wall thickness. On each end of the pipe is a 0.25-1in.
steel flange; matching steel endplates cover these flanges; the
vacuum seal is made with the usual neoprene O-rings. Two Condulet
vacuum ports are provided for introducing vacuum-gauge tubesg into
the system. This chamber is supported with the longitudinal axis
of the pipe in the horizontal plane.

2. The Pumping System: To one endplate of the main chamber is

welded a 5-in.-1.d. steel tee, A PMC-720 diffusion pump is ¢pn-
nected to the lower end of this tee by an appropriate flange; ar i
identical flange at the top of the tee accommodates efther a blank-
off plate or a liquid nitrogen trap. The PMC-720 pump is backed

by a MB-100 diffusion pump; this booster pump {s necessary uo
handle the large gas through-put which occurs during sn effusion

experiment. Both pumps are charged with Octoil pump fluid.




l@ll B J L’--gm:r—-_tjl/\ﬂfw

© 3 6 o

S8CALE-IKCHES

. - -

OV OONOOTWLMEWN -~
*

b b
— O
L] >

12,

[
(9%}
L]

14.
15.
16.
17,
18.

The Main Vacuum Chamber

The Gas Reservoir

The Buffer Chamber

The Detector Chamber

The Rotating Effusion Cell

The Beam Collimating Orifices

The Beam Chopper

The Beam Ionizer

Connectors for Tygon Tubulation Which Carries Gas
from the Reservoir to the Rotating Cell

Pumping '"T"s Which Accommodate Liquid Nitrogen Traps
Glass Windowe

Rotary Vacuum Seal Through Which the Cell is Rotated
Brass Bellows

Giobe Valve

Copper Pipe, 1l%-in. Diameter

Port for Attaching 45-Liter Stainless Steel Tank
Valve for Introducing Effusant Gas

Connections to the Equibar Pressure Meter

Figure 1, Diagram of the Experimental Apparatus




The two pumps are conncected by a "U" made from 2.5-i{n. copper
pipe fittings and appropriate flanges. The MB-100 pump also pro-
vides fore-vacuum for other diffusion pumps in the system through
connections soldered into the "U". The pressure in the "U" iz
monitored with a DV-6 thermocouple vacuum gauge.

The MB-100 pump is connected by a shert section of rubber
vacuum hose to a Welch 1402-B mechanical pump.

The vacuum envelcpe and the buffer chamber (described subse-
quently) which i{s welded to it, tae pumping tee, and both main

chamber endplates are nickel-plated,

3. The Effusion Cell: An exploded view of the effusion cell is

given in Figure 2. The cell is a hemicylinder with 2-in., radius
and 4-in, length., The ends of the hemicylinder are two brass semi-
circles, the flat face is a 4 x 4 x 0,5-1in, steel plate, and the
curved portion of the hemicylinder is from a Plexiglas pipe with
4-in., o.d. end 0.25-in. wall thickness. The brass ends are at-
tached to the steel face with epoxy adhexive, The Plexigles and
metal sections are held together by screws; a grs-tight sesl is
provided by a gasket made of lengths of Scotch plastic electrical
tape. The gasket is lubricated with Celvacene '"heavy' grease; aa

extra-thick layer is applied at the joints between two strips of

" tape.

A 1,0-in.-diameter hole is bored in the center of the flat
steel plate (Figure 3). From the bottom (inside), this hole is
enlarged to1.25-in, diameter to leave a shoulder 0,125 in. wide
and 0.0675 in. high at the top, and the enlarged portion is
threaded. The orifice to be studied is machined (or drilled) in
the top of a hat-shaped orifice plate which fits into the hole
in the steel plate; the rim of the orifice plate seats against
an 0-ring in the wall of the hole. The orifice plate is held in
place by a ring nut which runs in the threads of the 1.25-in,-
diameter portion of the hole in the steel face-plate. This nut

can be long enough to simulate the dimensions of an ordinary

Knudsen cell,
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Two brass axles attached to the steel plate permit rotation
of the ascsembled effusion cell about an axis which lies precisely
in the plane of the outer face of the orifice. The axles rotate
in ball bearings mounted on two stecel supports which are attached
to a steel base plate. This base plate is part of a simple x,y-
table which provides adjustment of the orifice in the horizontal
plane; the x,y-table may be raised or lowered by set screws,
These adjustments make it possible to a2lign the effusion orifice
with the collimating orifices to be described subsequently,

The orifice alignment is facilitated by a glass window in
the wall of the main vacuum chamber behind the Plexiglas portion
of the cell, This window also makes it posaible to check the ori-
fice alignment during the course of a run,

The axis of rotation of the cell is approximately on the
longitudinal axis of the main chamber. The cell may be rotated
through 180° by a worm gear which is attached to one of the axles
and is driven by manual rotation of the mating gear through a
vacuum seal, The angle of rotation is measured to + 0,1 degree
with a calibrated dial and vernier which are attached to the end
of the cell must distant from the pumping tee of the main chamber,
The dial and vernier are read through a glass window in the adja-
cent vacuum chamber endplsate,

To the end of the rotating cell opposite the dial are at-
tached five 0.25~in-diameter metal tubes, each about 1.0 in,
long. To these are attached Tygon tubes through which gas is
delivered to the cell from the gas reservoir, and the pressure in

the cell is measured.
THE GAS RESERVOIR

Gas (ec.g., N2’ COZ’ He) from a high-pressure cylinder passes in turn

through the cylinder regulator, a Lexington Type 10 pressure regulator

(10.1% regulation), and a Granville-Phillips variable leak into a large

low-pressure gas reservoir,

inder 6 in. in diameter and 18 in. long; its volume {s approximately 10

This reservoir is a nickel-plated steel cyl-



liters. Total reservoir volume ray bhe increased to about 45 liters by at-

taching another stainless steel tank through en appropriatc flange.

The gas reservoir is attached mechanically to the main vacuum chamber
by mating flanges, but the two volumes are separated by a plate (Figure
4) which has an O-ring groove on one side and is polished on the other,
and which fits between the flanges of the reservoir and the chamber ports,

A plate with five short 0.25-in., copper tubes {s screwved to the separating

plate; to these copper tubes are attached the Tygon tubes from the rotating

cell., Four of these tubes carry gas from the reservoir to the cell; the
fifth is extended, by means of Tygon tubing, to & vacuum-tight, brass-to-
brass coupling iu the wall of the reservoir. On the outside of the res-
ervoir this coupling is cornected to copper tubulation which leads to an
Equibar differential, static pressure meter; hence, the pressure in the
cell may be monitored directly,

Another coupling iu the wall of the reservoir allows measurement of
the pressure in the reservolr, and one in the tee on the main vacuum
chamber provides a high vacuum for the reference side of the differential
pressure meter, A simple valving system i5 used to connect the desired
chamber to the prcssure meter,

The reservoir can be evacuated through a 1.5-in. copper line in which
is a 1.5-in, bellows valve and which is connected to the tee on the main
vacuum chamber, In operation the reservoir 1is first evacuated to 10-5

torr; then the valve is closed and gas flow is started.

C. THE BUFFER CHAMBER

From the molecular flux which emanstes from the effusion orifice a
molecular beam is defined by two collimating orifices. Duxing the course
of an experiment the high effusion rate from the orifice may cause the
pressure in the maln chamber to rise to an undesirably high level, and
an appreciable number ot background molecules may pass through the first
collimating orifice, 7o minimize the number of these stray molecules
which pass through the second collimating oritice to the detector chamber,
an independently-pumped buffer chamber is situated between the two col-

limating orifices.
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It is also desirable that the beam molecules which are eliminated by
> beam chopper have a minimal chance to reach the detector; therefore

chopper is also located in the buffer chamber,

1. The Vacuum Envelose: A 3,75-in. length of 4-in.-o0.d. steel pipe

is welded into a 4-in. hole in the side of the main vacuum chamber,
One end of this piece protrudes into the main chamber far enough

so a flat plate can be placed over the end. Into the side of the
small buffer chamber is welded a 2-in.-i,d. steel tee, which pro-
vides location for a liquid nitrogen trap and through whicbh the
chamber 1s evacuated by a PMC-100 diffusfon pump. A Condulet fit-
ting in the small chamber wall accommodates a vacuum-gauge tube, The
PMC-100 pump contains Octoil pump fluid and is backed by the MB-100
pump through the "U'-shaped vacuum chamber described earlier.

To the end of the beam chamber, which is welded into the main
vacuum chamber, is attachad a 0.125-1in, steel plate containing the
first collimating orifice, This plate is held in place by four
screws which fit into threaded holes in the end of the beam chamber;
a gasket of Scotch plastic electrical tape provides a gas-tight
seal. The other end of the beam chamber is flanged to mate with a
plate on which is mounted the second collimating orifice,

The first collimating orifice has the shape of a truncated,
right circular cone with a 90° apex angle, The smaller end of the
orifice is oriented toward the effusion orifice so that no effusing
molecule can collide with the wall of the collimating orifice and
subsequently enter the detector. This orifice is fixed in position
and the other orifices are aligned with it, Its size and the size
of the second collimating orifice are determined by the size of the
effusion orifice; all of the effusion orifice, but a minimum of the
rest of the rotating cell, must be visible from the location of the

detector,

2. The Bcam Chopper: The chopper wheel (Figure 5) is a disc with

equally-spaced rectangular teeth on its circumference, each making
an angle of 78° with the plane of the disc. 1In the center of the
disc and on thae side opposite the teeth 1s a collar which fits over

the driving shaft, or axle, and is secured to it by a set screw.
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Figure 5. The Chopper Assembly
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The brass drive-housing is soldered into a hole in the bottom
of the buffer chamber at an angle of 12° irom the vertical., The
chopper axle passes through a ball bearing and a thrust bearing set
in the drive-housing. With these provisions the chopper wheel sots
8t an angle of 12° with respect to the molecular beam, and as it
turns, each tooth is nearly perpendicular to the beam at the point
of interception, The chopper axle is hollow to provide for evacu-
ation of the drive-housing.

The chopper is rotated by a coupled magnetic drive similar to
the one described by Coenraads and Lavellelo. At the lower end of
the chopper axle 1is attached, by a set screw, a six-pole magnet,
After assembly, the loer end of the housing is seazled with a flat
brass plate which seats against an O-ring In the housing and which
is secured by a large aluminum nut screwed onto threads cut into
the outside surface of the housing. The inside of this nut is hol-
low and accommodates the external six-pole magnet; the magnet is
attached by a set screw to an axle which is driven by a 180 rpm
synchronous motor mounted on the nut., A slot in the side of the
nut allows adjustment of the external magnet on the axle. As the
synchronous motor rotates the external magnet, the internal magnet
follows and turns the chopper wheel at the same rate,.

A signal generator, which provides for the lock-in amplifier

a reference signal synchronous with the pulsed beam, is located

"in the buffer chamber and associated with the chopper; it is des-

cribed in the section on the detector electronics.

THE DETECTOR CHAMBER

This chamber accommodates the beam fonizer and ion collector., It 1is

independently pumped to provide the high-vacuum environment required by

type of ionizer used and to remove un-ionized beam molecules,

1. The Vacuum Envelope: The vacuum envelope consists of a 6-1in.

length of 4-in.-i.d. steel tubing with 0,25-in. wall thickness.
In the middle of this length is welded a 2-in.-1.d., steel tee, which
accommodates a cold trap and a PMC-100 diffusion pump. This pump

13




is backed by the M3-100 pump through tbe copper "U"-shaped chamber.
Octoil pump fluid 15 used, A Condulet port is provided for a
vacuum gauge,

To one end of the chamber {s welded a stecel plate (Figure 6)
which mates with the flange on the buffer chamber, On thie plate
is mounted the second collimating orifice; the plate completely
separates the buffer chamber from the detector chamber except for
the orifice and four holes for adjusting screws., In the center
of the plate is a hole 0.75 in. in diemeter; a brass plate approx~
imately 2 in. in dfameter and 0.38 {n. thick with a 0.5-in. hole
in the center is soldered on the side of the steel plate which
fits against the buffer chamber; the two holes are concentric.

In the brass plate is machined an O-ring groove; a 2-in. square
steel plate containing the orifice sets on the O-ring. The square
plate is held in place by four screws which pass through holes in
the plate; the holes are drilled oversize to allow limited two-
dimensional movement of the plate. Four screws with tapered

ends fit into threaded holes in the chamber endplate; the tapered
portions contact the edges of the orifice plate. The square ori-
fice plate ifs adjnsted by retracting and advancing these screws,

To the other end of the chamber is welded a steel flange
with an O-ring groove; the end is closed by a flat steel plate,.
The entire assembly is nickel plated.

2. The Molecular Beam Ionizer: The beam ionizer used in this

work is nearly identical with the one described by Aberthl. The
electron gun assembly (Figure 7) {s supported by a 1.50 x 0.625 x
0.625-in. molybdenum block. Longitudinally in this block is ma-
chined a slot 0.43 in, wide and 0.30 in, deep. The electron source,
a Philips type B (barium-aluminate-impregnated) tungsten cathode
held in a molybdenum "U'"-shaped channel, is supported in this slot
by two alumina supports affixed to the end of the block. The holes
in the supports, within which the cathcde assembly fits, are slightly
undersize; the ends of the '"U'"-shaped channel are ground down
slightly, so that tre cathode assembly is held firmly in place by
the resulting shoulders, The cathode is heated by a six-loop,

14
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insulated tungsten heater which slips into the "U"-shaped channcl,

Surrounding the cathode assembly on the three sides &vay from
the catiiode is a 0,010-in,-thick tantalum heat shield., &arop this
hea! shield is spotweldcd a taatalum frame upon which the g td s
wound, The grid Is 0,020 {n. from the cathode surfece, s wound
from 0.0015-{n. tungsten wire spaced 0.040 in. apart, and has g
0.030 x 1,38-1in, rectengular area. The grid-heat shield assembly
is held in place by two tantalum clips which are secured to the
molybdenum block with molybdenum screws,

A 0,020-1in.-thick molybdenum anode is screwed to the molyb-
denum blsck; thermal insulation bzatween the anode and the block
is provided by boron nitride washers., The distance and tilt of
the anode with respect to the grid and cathode is adjuatable,

The anode is clamped by sget screws into a slot in a water-
cooled coupper plate which in turn setes in a slot in another copper
plate. The latter plate is mounted horfzontally on, but is elec-
trically insulated frcm, a brass plate and can be raised and low-
ered by three screws. By adjusting the water-ccoled plate in {ts
slot and by raising or lowering the second plate, the fonizer may

be aligned with the molecular beam.
Along each side of the ionizer is mounted an alumina tube

which is approximately 0.13 in. o.d. and 2 in. long. Upon these,
at the beam entrance end of the ionizer, is mounted a 0,10-1in.-thick,
rectangular tantalum plate with a vertical slot in its center;
mounting is accomplished with pins inserted into the ends of the
alumina tubes, The beam enters through the slot: during a run the
plate carries a positive potential to repress back-migration of
ions. At the other end of the alumina tubes ig mounted the ex-
traction grid and the ifon collector, The extraction grid is wound
on & 0.10-in.-thick tantalum frame with 0.0015-in., tungsten wire
spaced 0.040 in. apart. The ion collector is a shallgw, rectang-
ular tantalum cup mounted behind the extraction grid,

The brass plate, upon which the beam ionizer is mounted, is
attached perpendicularly to the steel plate which closes the flanged

end of the chamber; all electrical connections are made through
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this plate, as are water connections for the water-cooled anode,
Thus the entire icnizer assembly is conveniently removable with
the endplate from the vacuum envclope, Aside from the obvious
advanteges which accrue from ease of access, this errangement al-
lows the detector assembly to be placed in a dessicator while the
vacuum system is not in operation; exposure of the aluminaste-
treated cathode to moisture in the atmosphere is thereby minimized,
Also the four screws with which the second collimating orifice is
adjusted are easily reached with the ionizer assembly removed,

The orientation of the fonizer witn respect to the beam is
checked by removing the ion collector, replacing the endplate with
attached ionizer assembly, and sighting through a small, threaded
hole in the center of the endplate. The endplate must be removed
again to replace the collector or to make orientation adjustments;
reproduceable positioning of the ionizer during these operations is
assured by two dowel pins which fit tightly into corresponding
holes in the endplate and in the mating flange. After all compo-
nents are in place and satisfactorily aligned, the sighting hole
is closed by a screw with a rubber O-ring in its head.

Also in the detector chamber, mounted on the bottom side of
the brass plate to which the ionizer assembly is attached, is the

fon-current preamplifier; it is described In the next section.
THE DETECTOR ELECTRONICS

1, The Ionizer Power Supplv: The relative potentials at which

the various components of the ionizer operate are adjustable as
shown in Figure 8. The cathLode heater current is supplied by a
12-volt automobile battery; all other dc voltages are supplied by
Burgess type 5308, 45 volt, "B'" batteries,

2. The Current Amplifier: The ion current arriving at the col-

lector consists of an ac component due to ions from the chopped

bean, and a dc component due to ions from the background gas in

18
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the detector chamber*, It ig desired to amplify the ac component
from the beam, while eliminating the coatribution from background
ions, The scheme {llustrated in Figure 9 accomplishes this, The
current f{rom the fon collector passes through a very high (e.g.,
1c10 ohm) resistance, the voltage across which is impressed on

the control grid of a CK5702WA subminiature electrometer pentode
which i{s in a plate-follower circuit13 (Figure 10). To prevent
alteration of the contrcl-grid blas by changes in the dc component
of the ion current, which changes could result from fluctuations
in background pressure in the detector chamber, a variable dc po-
tential is provided tetween the plate and the end of the large
resistance not connected to the grid; the variable voltage is ad-
justed to maintain constant plate current13. The connection from
the plate through the lolo-ohm resistor to the grid also has the
effect of a feedback loop; it renders negligible any amplification

by the impedence-matching stage, but improves the time constant for

passing the ac signal., The dc voltages for the current preamplifier

are provided by Eveready No. 457, 67% volt "B" batteries.

Because very low ion currents are involved (< 10“10 amperes)
in neutral beam detection, great caution must be exercised in pro-
cessing the signal. Both the electrometer tube and the 1010-ohm
resistor are placed in a shielded container within the detector
chamber; the lead from the ion collector to the resistor and con-
trol grid of the pentode is made as short as possible co minimize
capacitance losses., Shielded cable is used throughout the preamp-
lifier circuit which is grounded at one point only and that point
is ingide the detector chamber,

Final signal amplification is accomplished by a PAR JB-5

lock-in amplifier. This instrument amplifies only the part of

* The background also contains ac components due to beam mole-
cules which have traversed the ionizer, dispersed, undergone a
few wall collisions, and reentered the ionizer, This contribu-
tion is small and out of phase with the bean signal; tae phase-
sensitive amplifier should minimize its eftects on the amplified
signal,
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the signal which has the same frequency as, and {s in phase with,

a refercnce signal which is produced by a photocell, located with-
in the buffer chamber, upon which falls a light beam that is inter-
rupted by the teeth of the beam chopper.

The lock-in amplifier has & gain which is adjustable in seven
steps between approximately 10 and 10“. With this lnsilrument op-
erating at highest guein and with a lOlo-ohm resistor in the pre-
amplification stage, an ion current of 10-14 amperes, peak to peak,
results in an output signal from the lock-in amplifier of spproxi-
mately one volt, peak to peak, The output signal i3 continuously
monitored with a Brown 10-mv strip chart recorder equipped with a

Cahn 1491 recorder control,
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SECTION IV

PRELIMIRARY RESULTS OF MEASUREMENT
OF ANGULAR DISTRIBUTION OF MOLECULAR FLOW
THROUGH CONICAL CRIFICES

The performance of the Angular Distribution Appsratus (Section III)
in various preliminary tests and the results obtained with the aspparatus

for a cylindrical orifice (L/r = 2.42) are discussed below.

A. RESULTS OF PRELIMINARY TESTS

The accuracy of rotation of the hemicylindrical effusion cell was
checked to determine that the axis of rotation passes near the point of
intersection of the orifice axis with the outer face of the orlfice..
With a precision indicator gauge it was determined that, over Liue engle

through which the cell can be rotated, the axis of rotation is never

more than 0,002 in. from the desired point. Further, with the cell and

effusion orifice in place in the beam apparatus, it was observed thst

the center of the e¢ffusion orifice did not move with respect to the colli-

mating orifices throughout a full rotation.
The performance of the vacuum envelopes and pumping system was

tested with the apparatus assembled. Observed ultimate pressures in

the various chambers were: gas reservoir, 5-8 x 10-6 torr; main cham-

ber, 5-10 x 10-7 tort with or without a liquid nitrogen trap; buffer
chamber, 1-3 x 10”7 torr with a liquid nitrogen trap; detector chamber,
1-3 x 10.7 torr with a liquid nitrogen trap. The pressure in the main
chamber was not affected by operation of the rotary vacuum seal through
which the cell is rotated.

A cylindrical effusion orifice with L/x of 2.42 and dismeter of

0.0625 in., was used in several experiments to test the efficiency of

the pumping system with air effusing from the orifice. These tests
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showed a nearly linear dependence of the pressure in the main chanbzr on
the prsgsurc in the effusion cell; 0,025 torr in the cell result?s in

5 x 10 torr in the main chamber, 0.050 torr resulted in 1 x 10 torr,
0.250 torr resulted in 5 x 10-‘ torr. The pressure in the chopper
chamber was monotonically depenﬁcnt on the pressure in the cell but the
dependence was slight; the pressure in the chopper chamber was always
less than 5 x 10-6 torr, The pressure in the detector chamber was less
than 5 x 10.7 torr and was independent of the pressure in the cell,

The pressure in the '"U'"-shaped fore=-vacuum line was not affected
by cell pressures less than 0,08 - 0.1 torr, When the cell pressure
increased above 0,1 torr, the fore-pressure increased until, at a cell
pressure of about 0,25 torr, gas throughput exceeded the pumping speed
of the MB-100 diffusion pump whereupon it ceased to pump efficiently
and the fore-pressure rose drastically, This upper limit on throughput
does not affect molecular flow effusion experiments which may be done
with cell pressures less than 0.25 torr,

The rotation of the beam chopper was checked with a stroboscopic
light, Rotation was generally smooth but occasionally a slight rotary
oscillation of the wheel was observed. This oscillation resulted from
relative vibration of the two coupled magnets in the magnetic drive,
probably due to rough spots on the bearings. However, it should not
affect the amplification of the signal from the beam detector because
the lock-in amplifier is tuned to a signal which is also generated by

the chopper and upon which the same vibration is impressed,
B, PRELIMINARY RESULTS FOR A CYLINDRICAL ORIFICE

Angular distribution data have been obtained for nitrogen and for
helium, at two pressures each, flowing through a cylindriczal orifice
with L/r = 2,42, The data are presented in Table 1 and are depicted
graphically in Figure 11, Most of the symbols used have been defined

and discussed in detailll’la

; briefly, § is the angle, measured from
the orifice axis, at which the molecule(s) of interest leave the
orifice, QN is a complicated function of various orifice parameters,

and QN cos 8 is proportional to the fraction of effusing molecules
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EXPERIITNTAL DATA FOR ANCULAR DISTIIIUTION
OF MOLDCULAT L10W TiN0UCH A CYLLIITICAL
ORIFICT Vit L/r = 2.42

Anguler Intensity, I(€)

-] Nitrogen - Heliun
Pressure in Effusion Cell, dvno/em?
deg. 11.9 93.3_ 44.0 607
0 100 100 100 100 100
10 91.5 91.1 92 90.5 92.7
20 78.0 75.7 68.6 74.8 77.3
30 59.3 56.3 54.5 58.0 58.2
40 41.5 39.1 39.1 40.7 42.7
50 28.8 27.5 27.2 31.0 29,6
60 20.3 17.5 16.9 21.5 19.6
70 14 .4 9.2 9.6 9.2 11.5
80 5.9 3.1 3.9 3.3 5.1
90 0 0 0 0 0
25
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Figure 11. Experimental [I1(®)] and Theoretical [QN cos 8] Angular
Distribution Data for T = 0°, L/r = 2,42,
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which flow, par steradian, through the incremontal solid angle dy at
angle 8. The experimental variable 1(0), the angular intcnsity, is
the output current of the lock-in amplifier as resd on &™strip chart
recorder; the values have been normalized to I(0) = 1 (Vigure 11) or
100 (Table 1) at € = 0°.

The measured angular intensity I(8) {s assumcd to be proportional

to the number N, of molecules which enter the detector orifice per

—d
second; !d is just equal to gge(k) of reference 11 Integrated over the
detector orifice area, i.e.,

Ny = [ dN (L) = [ u, 008 0 du.

detector orifice

At the center of the front plane of the effusion orifice, the detector
orifice subtends an angle A8 = 0.5° and a solid angle of ~ 2 x 10-®
steradians. If we now assume QN cos § to be constant over AQ = +0,25°,
it immediately follows that, for a fixed pressure (i.e., fixed incident
density “b) and apparatus geometry (i.e., fixed dy), N, and therefore
I1(8) are proportional to Qcos 8. Appropriately normalized values of
I(0) may therefore be compared directly with gﬂcos 9, as is done in
Figure 11,

The results in Table 1 and Figure 11 are reported as evidence of
satisfactory performance of the apparatus described in the previous
section, and do not represent 'best'" or "final' values; these studies
will continue,

The only other available angular Aicstribution data are those of
Adams2 and Phipps who used cesium chloride as the effusant and a
surface ionization detector. Figure 12 reproduces a plot given in
Adams' thesis (his Figure 9) for CsCl effusing at two pressures through
a conical orifice with L/r = 58.8 and T = 15.93°, and also gives the
theoretical curve from our analysis (Section II). The variable plotted
on the ordinate is P(8) as Adams' defined it aad is equal to our QNcos 8
divided by nG (G is the transmission probability of the orifice).

Points to be especiall: noted in Figure 12 are: (1) the agreement
between the general shape ¢! the theoretical curve and Adams' curve for
6.07 millitorr (820°K), pari!cularly in the region in which the slope

is discontinous; (2) the ci:igreement between theoretical and experimental
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curves in values of P(®), particularly for 0 < 8 < 18°%; (3) the lack of
a discontinuity in slope for Adams' curve for 0.307 Torr {$60°K), which

could be interpreted as indicating lack of molecular flow cenditions,
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SECTION V

THE MULTICELL TECHNIQUE FOR EXPERIMENTAL
DETERMINATION OF TRANSMISSION PROBABILITIES
FOR MOLECULAR FLOW THROUGH CONICAL ORIFICES

Part I of ASD TDR 63-7541a described in detail the Multicell Tech-
nique. The essence of the technique is that several (6 to 10) Kaudsen
effusion cells, which are '"identical" in every respect except for differ-
ing orifice lengths and which contain "identical' samples, are simulta-
neously heated in vacuum with all cells continuously exposed to "identical"
environments, Variation among the cells of rate-of-effusion, and of total
weight loss over a given time, should then depend only on the relative
lengths of the orifices, or on the ratio of length of orifice to radius
of orifice., A rather simple and straightforward analysis (see Part 1) of
the weight losses leads to experimental values for the transmission proba-
bilities of the various orifices,

Undesirably large probabhle errors were associated with the prelimi-
nary results, which were obtained with the Multicell Technique and reported
in Part I. The wide scatter of the data apparently was caused primarily by
slight but non-reproducible oxidation of the surface of the cadmium samples
during a run. Despite various leak-hunting techniques and the use of
various bakeable vacuum seals, the vacuum system was never sufficiently
tight to eliminate completely the oxidation,.

We have designed and constructed a new stainless steel vacuum system
in which there are no heated vacuum seals. The system performs quite
satisfactorily; cadmium samples have been heated to 250°C for.several
hours with no evidence of oxidation. Currently, new effusion cells and

a new copper cell holder are being fabricated.
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SECTION VI
THE MIKER TECHNIQUE

In Part. I of this report14 the rationale of the Microbalance-Inverted
Knudsen Effusion-Recoil (MIKER) technique was discussed in detail and a
brief description of the pertinent apparatus was given. In this section
a more detailed description of the apparatus and the technique is given

and various results are reported.
A. DESCRIPTION OF THE TECHNIQUE

The principal innovation of the Miker technique is the inverted

effusion cell shown in Figure 13. The cell is suspended from a micro-

" balance into a suitable furnace and effusion occurs only in the downward

(-2z) direction, away from the microbalance. The conservation of momentum
requires that the cell receive, in the #z direction (upward), momentum
identical in magnitude to the momentum possessed by the effusing mclecules
in the -z direction. The rate of change with time of this momen-

tum is defined as the recoil force, At a constant temperature the

recoil force is constant and the variation of the weight of the cell
with time yields the rate of effusion. After the rate of effusion has
been established at a particular temperature, the power to the furnace

is suddenly reduced to zero, and the cell allowed to cool rapidly so as
to minimize further effusion. The cell immediately appears '"heavier"

to the microbalance due to the rapid disappearance of the recoil force.
Both this apparent gain in mass by the cell and the rate of effusion

data can yield information regarding vapor and/or decomposition pressures
within the cell, and combination of the recoil data with rate of effusion
data can give an average molecular weight for the effusing species.

1. Theoretical Analysis: In the equations which describe the effusion

and the recoil processes it {s desirable to distinguish three symbols for .
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pressure: P shall designate the actual pressure within the cell; gm,
the pressure calculated from Knudsen (i.e., rate of effusion) data for
which calculation a molar mass !K is assumed for the effusing species;
and gR’ the pressure calculated from recoil force data. The modified
Knudsen effusion equation, which relates the pressure within the cell
at temperature T to the rate of effusion W (g/sec) through an orifice

with area a and transmission probability11 W, is

P, = (3/aW) (2nRT/M) Y. £ )
Freeman and Searcy15 have noted, and Edwards11 and Freeman and Edward516
i “have given a detailed derivation, that the recoil force F is related
to the pressure within the cell by '

Pp = 2F/af (2)
in which £ is the recoil-force correction for a non-ideal orifice (see
Part Ila).

It is obvious from equation (1) that P

K
value of HK is known; on the other hand, if the factor £ is valid,

= P only if the correct

there is no known reason, other than experimental errors and perhaps
a small cell-geometry correctionzg, why gR should not equal P. There-
fore, if EE is the value of HK which makes g; - gk- gR, one may write
P, = 2F/af = (¥/aW) (2mRT/M})°. (3)
Rather than use rate of effusion data and recoil force data in equation
(3) to find Hﬁ directly, it is often convenient to calculate gR and EK
via equations (1) and (2) with an assumed value for yk (n,pey ou che
vaporization of sulfur one might logically assume for gk the molar mass
of Sg; in some instances it might be desirable to set arbitrarily yx = 1)
and then obtain !i from combination of equations (1) and (3):
ME = M (R /R 4)
Searcy and Freeman  have previously given equation (4) and have noted
that ﬂi is an averaged molar mass which is related to the molar masses
M, and mass fractions @ of the various effusing species by
My = (T winf’)“. - (5)
It may be useful to note the result of equation (5): suppose only
monomer (My = 100) and dimer (Ma = 200) are present in the effusing
vapor; if mass fractions are equal (g = gyp = %), gﬁ = 137; if mole

fractions are equal (g = 1/3; wy = 2/3), My = 154,

i
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2, Effusfon During the Cooling Period: Ideally, after the rate of

effusion has been established at a particular temperature and the fur-

nace has been suddenly de-energized, effusion ceases immediately, and

the recoll force F is obtained from the (idcal) recoil mass L i.e,,

the appafent increase in mass of the cell (Figure 14), and gravitational

acceleration g:
F=mg. (6)

For any real system, however,vcooling is not instantaneous and effusion
will occur during the cooling pertiod, This effusion during cooling
results in a decrease m, in mass of the cell, while the disappearance
of the recoil force constitutes an apparent increase jul The micro-
balance senses the resultant of these two effects (Figure 14): the

measured recoil mass m is m = mo-m.. It then follows immediately

k]
o1
s
¥
y
3
o
i
¥
5]
L1
4
!
%

from equations (2) and (6) that
PR = 2g(m + mc)/af. (7)

g
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Obviously, if =, 2 0.01m, m, must be dectermined and incorporated
into the calculation of ER' There appear to be at least three approaches
to this problem: (1) eliminate the problem by achieving such rapid
cooling that i is insignificant; (2) determine o with cells which

have orifices in the sider only and hence produce no recoil force de-
tectable by the microbalance; (3) compute o from knowledge of the rate
of cooling of the cell. The first of these would require a cooling rate
of several hundred degrees per second in a system in which temperature
uniformity and stability are required until the instant the furnace

{s de-energized, and in which energy loss by the cell is almost entirely

by radiation; the conflicting requirements appear unresolvable at presant.

P Tl e

The second approach should give reliable data and is relatively easy

to execute, but has not yet aciually been tried. The third approach has

%

received considerable attention and is discussed in detai® in subsection
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B. DESIGN AND UCNSTRUCTION OF THE AFPARATUS

B

1, The Microbalance: Effusion from a cell in which the pressure is

-2 -€ -
10 to 10  atm produces recoil forces in the range 1 to 10 2 dynes,

4+
or 10 to 1 microgram weight, To measure these forces with a precision
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of one per cent a balance is needed with a sensitivity of at least

10°° g, and preferably 10,7 g. A rather small Miker cell will have a
mass of 2-5 g, Therefore a balance suitable for the Miker technique
must have the characteristics: (1) operable in vacuum; (2) sensitivity
of about 10-73; (3) 1oad capacity of at least 5 g. No restrictions
need be imposed because of high temperatures; with suitable shielding
the balance itself can be operated at room temperature, _

The pivotal-type vacuum microbalance constructed for this research
is depicted in Figure 15; it bears the laboratory designation VMB-1,
Several new features have been introduced. The balance beam (A) is
a 6.3-in. length of stafnless steel tubing with 0,094-in, 1.d, and
0.120-in. o.d. Two polished diamond points (tip radius 0,001 in.)
mounted on small jewel screws (C) serve as center pivots, Holes in
an aluminum mounting’block (B) accomodate the jewel screws sc that the
pivot tips are 0,5000 + 0,0005 in. apart, The mounting block is attached
to the beam with epoxy adhesive. Polished-sapphire cups (S), also
mounted on jewel screws, serve as bearing surfaces for the diamond
pivots, The cups, or vees, are mounted in a block so that their
minima are separated by 0,5000 £ 0,0005 in, in the horizontal plane.
Point and vee alignment is fixed by lock screws (D and U).

Supports typically used at the erds of the beam are the hook
typee, the quartz-on-tungsten-wire typeza, or the two-pivot type34.

To minimize friction and to simplify the problem of adjusting all
bearing surfaces to be in a commcn plane, VMB-1 has a single pivot

(H) mounted, tip upward, at each end of the beam; these pivot tips

and the center ones are adjusted so that they are in a common plane
within 0.0005 in. With only one pivot at each end of the beam, this

ad justment is relatively simple, The surface which bears on the end
diamond pivots is again a sapphire cup (L) (inset, Figure 15--only one
is shown). A stirrup (P) is attached by thin aluminum strips (M) to
the sapphire cup at two points in a hcrizontal plane slightly below

the point of contact between the tip of the pivot and inverted sapphire
cup. Loads are suspended from the cross-piece of the stirrups. The
aluﬁinum mounting blocks (F) for the diamond end-pivots are sealed in
the ends of the hollow beam with epoxy adhesive. An opening is provided

at each end for evacuation of the hollow beam,
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A thin front-surface mirror (E) with 0.25-161 diameter is mounted
on top of the center aluminum block and midway between the center pivots.
About 0.5 in. from one end of the beam, a small aluminum block (K) is
attached by epoxy adhesive to the bottom of the beam. This serves as a
mount for a 0.062-in.~diameter Cunife wire magnet (J). The magnet is
held in the mounting block by a tight frictional fit, which permits inter-
change of magnets with various lengths. When properly installed, a given
magnet is perpendicular to the beam and protrudes equal distances on each
side of the beam.

The base (Figure 16) for the balance was constructed from 0.25-in.
brass plate. The sapphire cups (F) for the center pivots are mounted on
adjustable screws which are accommodated by a brass block attached to the
base plate (E). The base plate has in the bottom three V-grooves which
rest on ball bearings (D) mounted in fixed sockets of a second brass plate
(C). This is to ensure that the balance and base plate can be removed
and later returned precisely to the original position. Two adjustable
knife-edge beam stops (R, Figure 15; G, Figure 16) are attached to the
base plate. The second plate (C) rests on four sharply-pointed screws

(B) which serve as a leveling device.

2. Magnetic Balancing System: The method for achieving magnetic coupling
for control of the balance beam position is a modification of methods
employed by Simon, Shierrer, and Ritter38, and by Gerritsen and Damon17.
Each end of the Cunife magnet (J, Figure 15) extends halfway into the gap
between a pair of hemicylindrical coils (H, Figure 16). Each coil has
approximately 2000 turns of A.,W.,G, No. 30 copper wire on a solid copper
core. The gap between the flat sides of a pair of coils is 0.25 in.
Control of the position of the balance beam is achieved by varying the
current through the four coils which are wired in series. A reversing
switch in the circuit makes it possible to drive either downward or up-
ward the end of the beam to which the magnet is attached.

To minimize problems arising from poor heat dissipation in vacuum,
the coils are mounted on a copper block which is in good thermal contact
with the brass vacuum envelope and which therefore serves as a good heat
sink, Difficulty from overheating (and from consequent variation of the
coil resistance) was experienced in earlier models in which about 3500 turns

per coil of A W.G., No. 36 copper wire were wound on four Lucite cores.
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The magnet is mounted on the end of the beam from which the Miker

cell is suspended; this results in 8 constant-load balance.

19,4

3. Seusitivity of WMB-1: Theoretical analysis ! of the simple

equal-arm beam balance gives for the sensitivity d8/dz of the balance

d8/dz = bt/(Gs + 2Qa); (8)
all symbols are defined and illustrated in Figure 17. Beom arm-length
) is typically31 6-7.5 cm (b for VMB-1 is 8.5 cm); beam load is fixed
by the application of the balance (for VMB-1, 5 < Q < 10 grams); and the
beam mass € (for VMB-1, 4.3 g), which for maximum sensitivity should be
as low as possible consistent with rigidity (see below), is determined
by choice of beam design and material.

The two parameters a and s which are fixed during construction are
available for optimization of the sensitivity. If the center pivot
points are coplanar with the t=2rminal pivot points, a = 0, and the quantity
20a becomes zero. This is the first step toward making the balance
sensitivity independent of load. The next is to make certain that s is
not a function of the load. Ideally, the points of contact at the center
pivots and those at the end pivots should be in a common horizontal plane.
I1f the beam bends under load, the center of gravity (0, Figure 17) shifts
downward, s increases and the sensitivity decreases., Hence, if § is to
be independent of load, the balance beam must not flex under load.

It was noted above that the four point contacts on VMB-1 were adjusted
to within 0.0005 in, cf the plane which bisects the beam; therefore, g =
0 £ 0.0013 cm. The stainless steel tubing from which the beam was cut was
tested for bending under load by fastening it securely at a point 8-10 cm
from one end and suspending rather large masses from the free end. With
a mass of 50 g, the deflection was O £ 0.0005 in. This result and the
fact that in normal uvse the maximum load suspended from each end of VMB-1
is € 10 g indicate that the balance sensitivity should be virtually
independent of beam-bending effects,

It follows from a = 0 that equation (8) may be simplified to

¢é3/dz = b/Gs (9)
and the theoretical sensitivity may be calculated from a knowledge of b,
G,and 3. It is convenient to obtain s from the expression for the period

of oscillation of the beamal; the natural period (v) of the (unloaded)

40

| RIS

Ay e R T A e



G i kBB L BT A e

Figure 17,

P = fulcrum knife-edge (center diamond pivots)
A, B = terminal knife-edgze (diamond pivot)

C » midpoint of AB which has length 2b
O = center of gravity of beam which has mass G
Q = load on right side

Q+ 2z = load on left sid2
® = angular deflection of beam from horizon<al
a = PC

8 = PO

Diagram Illustrating the Simple Theory of the Equal-Arm Balance,
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beam oscillating about its center pivots is given by
T = 2nIB/gGs, : (10)
where lB is the moment of inertia of the beam, and g is the gravitational
constant,
The period I of VMB~1 was found to be 4 sec; lB was calculated to be
90 g cma; and from above, G is 4.3 g. The value for s calcvlated from
equation (10) is s = 0,03 cm, which is consistent with s values of other

41, s 20,01 cm: Gulbransenlg, s =0,04 cm).

microbalance designs (Walker
The sensitivity may now be calculated from equation (9): d8/dz =
66 radians/g. This means that for L = 8.5 cm, a change in load of lug
should result }n a deflection of the end of the beam by approximately
8.5 x 66 x 10 cm or about 6 u. If it is assumed for th> moment that
deflections of 1 4 can be detected, the balance sensitivity appears to

be well within the desired limits which were quoted earlier.

4, Choice of Materials: Stainless steel tubing was chosen as the beam

material for VMB-1 because of its lightness, strength, resistance to
corrosion, the precision which is attainable in machining it and attaching
components to it, and ready availability. GQuartz is undoubtedly superior
as a beam material in some respects, e.z., it is chemically inert, has
low coefficient of thermal expansion, and is nor-magnetic., Any future
versions of VMB-1 will probably have a beam of precisicn quartz tubing.
The mounting blocks attached to the beam could still be aluminum, thereby
retaining the advantage of relatively easy constructional precision.

Invar tubing was also considered as a beam material, Gulbransen
and Andrew20 employed this material to construct a simple (solid) beam
balance for the study of fast chemical reactions. Because of its low
coefficient of thermal expansion, Invar should be given serious consid-
eration as a beam material if the balance is to be subjected to appreciable
temperature changes. However, VMB-1l operates at a crelatively constant
temperature and Invar ofters no special advantagz. Furthermore, its
ferroragnetism eliminates Invar as the beam material in a balance which
employs & magnetic field to compensate for weight changes.

Contrary to manufacturer's claims, the stainless steel tubing was
slightly ferromagnetic. As a result, some '"sticking'" of the beam to the
original steel knife-edge stops (R, Figure 15) was experienced; brass

stops eliminated this problem,
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There are several rcasons for the selection of dismond pivots aod
sapphire vees, The most important factors which determine the feasibility

of any pivot-vee combination are friction, pivot load, and vibrations,.

Theoretically, friction is mirimized by minimizing the contact srea between

the pivot and the vee, which suggests the use of infinitely sharp points.

In practice pivot points must be rounded because exceptionally sharp points

deform under load., This factor obviously limits the ultimate ratio of
load capacity to sensitivity In micrcbalance design. Optimum design
requires use of that material which ylelds the largest number for the
ratio: (load at which pivot distortion occurs)/(pivot radius). Diamond
appears a clear choice, Stott39 has determined empirically that the
minimum radius for no distortion in a steel pivot subjected to a 10-g load
is about 0.004 cm or 0.0016 in, The minimum radius for a diamond pivot
should then be smaller by the ratio of the compressive strength (~500,000
pounds per square iich) for steel to the compressive strength (~2,600,000
pounds per square inch) for diamond, or about 0,0003 in. The pivots which
were used (radius 2 0,0010 i{n.) had the smallest radius of pivots which
were readily avallable st the time of construction; pivots with 0.0607-
in. radius sre now commercially available,

Once the pivot dimensions are selected, it is a rather simple matter
to select the vee. The vee radius should be 2 to 3 times the pivot radius
to balance the necessity for minimum contcct area with the need to avoid
excessive lateral play between the pivot and vee. The depth and angle
of the vee are {mportant when vibrations are likely to exist, Deep vees
with relatively steep anglex are considered superifor to shallow or wide-
angle vees when vibrations must be accomodated., The vees on VMB-1 ﬁave a
radius of 0.0045 in., an included angle of 650, and a depth of 0.035 in.

The hardness, ready availability, and easy adaptability of sapphire
vees make them an excellent choice for the diamond pivots. Another
reason for choosing the diamond-sapphire combination is that, in spite of
their apparent advantages, we find no previous workers who have tried these
materials as microbalance components, though Honigza suggested the possible
use of diamond pivots, and Cochran9 used a sapphire vee-tungsten pivot

combination.
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5., Autuvmatte Control "y awt The control system described in Part 1

never perforued satisfactortly {n avtomatic mode, There were two

principal difticulties: the cadmium sulfide crystals which served as i1ight-
beam sensors had an flluminated/dark resistance ratio which was too high;
and the servo motor-driven potuentiometer did not have sufficlently rapid
response,  An all-electronic control system has now been assembled; the
major units in the system are available commercially,

The new control system also employs optical detection of beam motion;
the detector is a Photopot which {5 a light-actuated electrical potentiom-
cter. It consists of two parallel strips of metal (vacuum-deposited) on a
photoconductor. Oune strip (Rl’ Figure 18) is so thin that {ts electrical
resistance is high (e.g., 20 kilohm), The other strip (RO) has extreme'ly
low resistance. The familiar brush or contact wiper of the ordinary po-
tentiometer is replaced by a spot of light which flluminates the photo-
conductor between Rl and RO' The equivalent civcuit of the “hotopot 1is
shown in Figure 18(b); the resistance of the spot-illuminated photo-
conductor is represented by Rz‘ In Figure 19(a) ~nd (b) are shown a typical
Wheatstone bridge arrangemeat and its equivalent circuit,

Since the Photopot Is a relatively new device (ours bears serial
number "7"), some additional comments are perhaps in order. The sensi-
tivity of the rlintopot varies directly with light intensity if the output
load impedance is low; if output load impedance is high (> 1 megohm), the
scusitivity is virtually 1independent of light intensity. To achieve maximum
sensitivity consistent with freedom from noise and drift, it is advissble
for bridge-circuit applications to have the light intensity as low as
practical and to have high output load impedance. It is rather obvious
that, for null-seeking applications, linearity of the Photopot is of little
consequence; however, if linearity if desired, it can be obtained with
relatively high light intensity and, of course, high load impedance.

The manufacturer claims that in null-seeking applications the Phctopot
is capable of stable zero readings with a dead band corresponding to move-
ment of the light spot less than 1 micron. This sensitivity is readily
credible: with only 1 volt across the ~2-cm-long high-resistance element
of the Photopot, a movement of the light spot by 1 u prcduces an output

voltage change of 50 uv which {s easily detectabtle, We have not yet had
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45




e AR TR G AR e s et T

(a)

?5
R4

(b)

Figure 19, Photopot in Bipolsr Circuit

(a) Electrical Wiring
(b)Y Lquivalent Circuit

46



sufficient experience with the Photopot to co-v ot in detall on the
stability and drife o' topintiog,

b bE wtioatst. o bridge circuit of our control system (Figares 20
at 4y traverse of the light spot along the Photopot produccs an out-
put voltage which varics from negative through null to pesitive; the
instantaneous position of the spot, and hence the balance beam, is in-
dicated by an output "error' voltage which is characterized by a polarity
- and a magnitude, OQutput from the Photopot bridge (i.e., erroxr signal
i representing motfon of balance becam) is amplified by a dc null detector
(L & N 9834-2) and fed to a current-adjusting-type (CAT) controller
(L & N 10877), which provides proportional, rate, and reset control
: actions., Qutput from the CAT unit controls a magnetic amplifier the

rectified and filtered output of which goes to the solenoids which con-
trol the balance beam position. Manual control of the solenoid current
may be accomplished with the 10-turn potentiometer in the solenoid cir-

cuit or with the manual control feature of the CAT controller.

6. Miker Cells: The majority of the experimental work was performed
with Miker cells (Figure 22) which were coanstructed from 0.5 in.~diameter
graphite (type AUC) rod, The cell lid is threaded and screws into the
cell body as indicated. No special difficulty was encountered in the
construction of cells, but 'good'" threads were required as a safeguard
against the possibility of leaks. The cell is attached to the balance
suspension by a molybdenum hook which fits closely in the slotted section

of the lid and engagcs a molybdenum pin inserted through the hole {n the

slotted section,

7. The Furnace: The heating element (Figure 23) is a modification of
one employed by Blakelock and Machin6; it is a hollow graphite (type
AUC) cylinder with 4-in. length, 1,5-in. o.d., and 1,1-in. i.d. Lon-
gitudinal slots which extend to within 0.25 in. of the top and bottom

of the clement are spaced at 45° intervals around the element to produce
the desired electrical resistance., The current flows through a graphite
‘section approximately 0.2 in. thick and 0.4 in, wide except at the ends,
‘where the section is about 0.25 in, wide. This construction provides

increased resistance, and therefore increcased power input per unit length
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Figure 21,

Schematic Diagram of Control System.
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of current path, thereby compensating scimewhat for the greater heat
dissipation from the end rcgions. The resulting thermal profile (temper
ture vs, position on heating element axis) will therefore have a flatter
maximum, i.e.,, a longer isothermal region, than it would without this
compensation, The heating element is sucrounded by a single-thickness,
cylindrical radiation shield (not shown). Both molybdenum and tantalum
were employed as shielding materials,

The slots in the heating element are spaced so that the current
path through the heating element {s approximately nonirductive; hence,
any possible inductive interaction with the Miker cell is made quite
small.

The two iegs of the heating element fit tightly into rectangular
slots milled in solid copper cylinders. The cylinders rest on threaded
brass plugs and are firmlv held by threaded collars which screw onto
the brass plugs. This arrangcement allows small "x-y" adjustments of .
alignment of the heating element. Each brass plug is silver-soldered
to a 0.5-in.-diameter copper tube, through which cooling water flows
to the plug; the cooling water flows out through an 0.25-in. copper tube
which is inside the 0,5-in, tube., The water-cooled copper tubes also
serve as electrical lead-ins through which low-voltage ac power is
supplied.

Electrically insulated connections througl the vacuum chamber wall
are achieved with Condulet cdnnectors (Figure 23). The Condulet connect
also allow radial and vertical adjustment of the heating element. Out-
side the vacuum chamber insulated copper cable connects the copper tubes
with the transformer; polyethylene tubing is attached to the copper tubi
to achieve electrical insulation from the water and drain lines.

Power to the furnace is adjusted by a 220v Variac which controls
the input to the 4 kv-u, 10v transformer. No special regulation or con-
trol has been euployed. The heating el.ment has been operated for a tot.
of severa! hundred hours at temperatures up to 150000; there is no dis-

cernible deterioration in any furnace component.

8. The Vacuyum System: The main features of the vacuum system appear

in Figure 24, Basically the system consists of a furnace chamber, a
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balance chauber, and connecting tubing. The posi;ioh of the heating
element is shown for clarity, The balance chamber was constructed from
brass tubing 12 in. in length, 6 in. {.d., and 6.5 in. o.d.; flanges

with O-ring grooves are silver soldered to each end. The ends are 0,38
in. brass plates and are secured to the balance chanber flanges by bolts,
Each end plate has a window of rather common design--a quartz disc, 2 in.
in diameter and 0.25 in, thick, is; pressed against a rubber O-ring mounted
in an O-ring groove. There is a similar window in the top of the chamber.
The windows at the ends permit observation of the balance. The one at

the top transmits a light beam to and from the mirror on the balance beam,
The balance chamber is seated in a felt-lined maple cradle, which rests

on a table constructed from angle iron and 0.75-in. plywood.

The vacuum connection between the two vacuum chambers consists of
three sections which are coupled with Cenco vacuum connectors. The middle
section is a flexible brass bellows which not only absorbs vibrations but
also provides an entrance to the furnace chamber for transferring cells.
Disconnection of the Cenco connector which couples the furnace chamber
lid to the connecting tube permits the bellows to be collapsed, which
provides working room to make or break the hook connection in the balance
suspension,

The steel furnace chamber is 12 in, high .nd 12 in. in diameter.

A 4-in, diameter outlet at the center of the bave plate makes connection
to the pumping system, which consists of a water-cooled baffle and a
MCF-300 oil diffusion pump backed by a Welch Duo Seal mechanical pump.
The mechanical pump was connected to the diffusion pump by 2-in. diameter
rubber tubing which was found to be an excellent vibration absorber. A
stout cord connected tautly from the middle of the rubber tubing to the
steel frame which supports the entire system improved the damping of

vibrations from the mechanical pump.

9. Temperature Mea:urement: Pyrometer sightings directly into the
bottom of the Miker cell are highly desirable since the Miker cell is
an excellent approximation to a blaék body and emissivity corrections
are then unnecessary.

The periscope arrangement which was constructed to permit pyrometer
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sightings dircctly into the Miker cell is depicted in Figure 25. A right-
angle prism is attached by epoxy adhes.ve to each end of a Pyrex tube.
The vacuum connection is a large Céndulct connector. The inner prism
is protected from effusing vapors, except during pyromecter sightings,
by a cylindrical shield fashicned from 0.001-in. thick tantalum sheet.
The shield is attached to beryllium-copper tubing which has a Cunife
magnet soldered to one end. The tubing is contained in the Pyrex tube
and can be moved by mcans of the external magnet as indicated. This
device operates satisfactorily.,

A Model 8622-C optical pyrometer has been used. This instrument
was compared frequently via a tungsten strip lamp with a similar in-

strument which has been certiiied by the National Bureau of Standards,

C. EXPERIMENTAL RESULTS

The automatic control system for VMB-1 described in the preceding
subsection is a recent modification and vaporization data have not yet
been obtained with it. We report here data which were obtained with
visual observation through a telemicroscope of the balance beam position

and manual adjustment of the coil current,

1. Microbalance Calibration: The microbalance was calibrated with

a set of weights which were made by cutting suitable lengths o1
small-diameter tungsten wire. e mass of e individual calibrat-
ing weights was determined (£0.02 mg) with a Sartorius-Werke semi-
microbalance. The calibration procedure consisted of adjusting the
current through the coils to bring the balance beam to null position,
adding a calibrating weight, and readjusting the current to return
the beam to null, The coil current was adjusted manually; balance
beam position was observed with the telemicroscope.

The anticipated source of largest error was poéstbly unknown
shifts of null point, which might be caused by inadvertent mechanical
disturbance of the balance during addition or removal of a weight,

It was therefore required, as a condition for satisfactory cali-
bration, that the initial null point be reproduced after each weight

had been added to the beam and subsequently removed,
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The results of the calibration are given in Table 2; a plot of
these data in Figure 26 shows the relation between suspended mass
and coil current to be linear over the available current range,
The slope of the calibratieon curve in Figure 26 is 0,289 mg/ma.

A lcast squares determination of the slope from the data in Table
2 gives a value of 0.2883 mg/ma. The solid circles in Figure 26
were determined after the microbalance had been in operation for

eleven months,
A graduated reticle in the eyepiece of the telemicroscope was

calibrated with the result: 1 scale division = 120 ua x 0,2883
ug/ua = 34.6 ug. The smallest beam displacement readily detectable
with the telemicrosceope corresponds to about 0.1 scale division

or about 3.5 ug. The resolution of the balance in the measurements
reported here must therefore be considered as about %4ug, but it
should be emphasized that this figure is a direct result of the use
of a rather low-pcwered (approx. 30x) telemicroscope, and that photo-
detection of beam motion should improve the resclution by at least

a factor of ten,

2. Buovancy Effects: The effect of buoyancy is readily calculated,

The desired result of the calibration is a value for the constant ¢

in the equation

dm = cdI (11)

in which I is the coil current which compensates for the absolute

mass m of the wire weight, The apparent mass g' in air is related

to the absolute mass m by
m =m-m (p,/p,)
or, with negligible error,
/ ’
m=m +m (o /o), (12)

in which P, is the density of air (0.0012 g/cnf at 25°C and 1 atm) and
pw is the density of the wire weight (19.3 g/ca’ for tungsten).
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TABLE 2

CALIBRATION DATA FOR MICROBALANCE

Mass of
Wire Wcight, ng

Compensating Current
Through Coils, ma

0.40
0.87
1.13
2,01
3.64
5.09
6.20
7.49
8.89
9.41
15.83
18.02
19.85
21.66

1.983
3.530
4,438
7.680
12,502
18.600
22,180
26.516
31.940
34.044
56.25
63.12
69.20
75.26




COMPENSATING CURRENT THROUGH COILS, ma.
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Substitution of equation (12) into (11) yields
c = (dm' /dI)(1 + pa/ow) (13)

From the data given above the term pa/pw has the value 6.2 x 10.5 and
is completely negligible in the evaluation of ¢. It follows that
buoyancy effects are negligible. Furthermore, any constant asymmetric
buoyancy effects which are present during calibration in air and
which are then removed during op-ration in vacuum do not influence

the calibration, but merely shift the zere-point of the mass ve

current curve,

3. Weighing Range of WMB-1: From the available current range of

about 80 ma, it is apparent that mass changes totaling about 23 mg

can be determined. The available range, however, is actually twice
this value, or about 46 mg, because the direction of the coil current
can be reversed, It {s possible to begin a series of runs with
maximum current, say +80 ma, so that loss of mass by the cell requires
a decrease in the coil current; then, when the coil current is de-
creased to zero, the current direction is reversed and the series

of runs continued until the other end of the current range (appror
-80 ma) is exhausted. After the full range of about 160 ma is ex-
hausted, the balance is retared by opening the off-sample side of

the balance chamber and adding or subtracting tare wires as necessary.
This simple operation makes the entire current range available again,

and determinations may be continued without disturting the cell,

4. General Operating Procedure. All Miker cells, before being
charged with sample, were heated to constant weight at about 1500°¢C.
The pressur> of the furnace chamber was usually about 1 x 10-6 torr
during heating. No heating was performed if the furnace pressure
rose above 5 x 10“5 torr. Simultaneous determination of the pres-
sure in the balance chamber showed that in the early stages of pump-
ing 1t lagged about one order of magnitude behind the pressure in
the furnace chamber and on extended pumping slowly approached that

of the furnace chamber,
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After the preliminary heatiug, the empty cell was removed frea
the vacuum system, charged with sample material, and returned to
the vacuum system. The balance tare was then adjusted to provide
an adequate current range., Each new sample was heated for a short
period at temperatures higher than the experimental range of interest,
No special treatment was given the various samples; the fol-
lowing specifications are given by the suppliers:

Sn 99.99% Lot No, 1537 (J. T. Baker, Phillipsburg,
New Jersey)

2.77% Toe Ne. 791230 {Tisher Scieatific Company,
2920 Shotts St., Ft. Worth,
Texas 76101)

Au  99.95(+)% (J. Bishop & Co., Platinum Works, Malvern,
Pennsylvania)

CaF, 99.,994% Lot No. 771004 (Fisher Scientific Company,
2920 Shotts St., Ft. Worth,
Texas 76101)

The coil current was recorded continuously with a Model MR
Recorder, To obtain g null reading, the coil current was adjusted
in a direction which caused the beam to approach null as effusion
occurred. At the instant the beam was at null, the standardization
button on the recorder was depressed, This produced a spike on the
recorder tracing, and, since the chart speed was known, recorded
both the current and the time of the null, Some minutes later, the
coil current was again adjusted as before and the procedure repeated,
In thic manner there were obtained for each run a series cf sgikes
which provide data for a plot of current vs. time and therefore of
mass vs., time, During the entire procedure the balance beam never
touched the rest stops,

Optical pyrometer readings were taken intermittently during a
run., At no time was the temperature observed to fluctuate from its
initial steady state value; the straight lines obtained from a plot
of coil current vs, time give direct confirmation of corstant tem-
perature conditions.

At the instant of recording the last null determination, a switch
was thrown which de-energized the heating element, After the disap-

pearance of the recoil effect, the coil current was adjusted to return
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the beam to null and was recorded on the recorder chart paper along
with the other data.
The various parameters of the Miker cells used for the data ve-

ported below are given in Table 3,

5. Empty Cell Behavior, Initial testing ot the apparatus and the

Miker technique was made with a graphite cell containing silver,
The values obtained in the first five runs for the molecular weight
of silver were: 6.8, 2.5, 22, 146, 104. When an empty cell was
substituted for the one containing silver, the apparent recoil
forces, as measured by the apparent difference in weight of the
cell when hot (1200°C) and when cool (AOOOC), were quite erratic,
but did exhibit a trend with temperature. These apparent recoil
forces for empty cells were eliminated by removing a molybtdenum
disc (radiation shield) which had been attached to the balance sus-
pension wire about 2 in. above the heating element. The spurious
recoil forces for empty cells apparently resulted from a radiometer-
type effect (the bottom of the molybdenum disc was exposed to
radiation from the furnace and was therefore hotter than the top
surface), or from a larger number of molecules, with a higher
average speed, arriving at the bottom of the disc from the furnace
volume as compared with those arriving at the top of the disc fiom
the cool walls of the vacuum chamber.

After the molybdenum disc was removed from the suspension wire,
an empty cell was again tested for a recoil effect. Within the
resolution of the telemicroscope (x 4 ug), no recoil force was
detected, This observation was repeated with other cells at tem-
peratures up to about 1500°¢C. Furthermore, no observable balance
motion occurred during the sequence: (1) halance initially at the
null point with a degassed, empty cell suspended into the furnace
at a temperature of 13000C; (2) switch thro/m to de-energize the
furnace; (3) furnace and cell cooled for several minutes; (4) switch
operated to re-energize the furnace; (5) furnace and cell return
to the original temperature. It therefore appears that the spurious

recoil forces have indeed been climinated, and that interactious
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TABLE 3
. PARAMETERS OF MIKER CELLS
Cell Used For Orifice Parametvrsa Correction Factors
L, in. D, in, T, deg W F

1 Ag 0,127 0.0509 60 0.996 1,12
2 Sn 0.209 0,082 45 0.975 1.1v
3 CaP;3 0.127 0.0635 60 0.996 1.12
5 Au 0.120 0.064 60 0.996 1.11

L = length, D = smallest diameter, T = off-axis angle.

bInterpolated from Table V, Pert 1 of this reportla.
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between the cell and the heating element, as reported by Searcy and
37

Freeman36, Sheer™, and Bader3, are not persent in this apparatus,

6. Iypical Run. Typical of the majority of determinations is CaF,
Run No. 9, data for which appear in Figure 27. Fach poiant on the
curve represents a null determination. In this case, as for most,
the rate of effusion can be obtained precisely from only the initial
and final null determinations; however, as a safeguard against
possible erroneous null determinations and temperature fluctuations,
several null determinations were performed in all runs,

From the slope of the curve {in Figure 27 the rate of effusion is
6.127 pg/sec and since this is a typi.al result, no special comment
applies. In some runs which were begun before a constant temperature
was attained, the early part of the current vs. time curve shows

clearly the change in the rate of effusion with temperature,

7. Rapid Effusion. At pressures approaching the transition region,

i.e., near or above the upper pressure limit of validity of the
Knudsen equation, difficulty might be expected in adjusting the
compensating current rapidly enough to monitor the effusion and
yet retain asccurate null determinations. This would be of particular
concern for manual control. Often the problem of rapid effusion is
eliminated in conventional Knudsen determinations by employing cells
with appropriately smaller orifices for the higher temperature ranges.
But the convenience and superior experimentil technique of using one
cell for an uninterrupted series of runs which spans the entire
Knudsen range is very appealing. For this reason some runs were made
to determine approximately the maximum rate (ug/sec) accessible under
manual control. Figure 28 shows the results for Ag Run No, 14 at
1458°K; the rate of effusion (32,2 ug/sec) corresponds to a vapor
pressure of 2,1 x 10-4 atm, which approaches the transition region,
With the same cell, an effusion rate of 0.051 ug/sec was measured
for Ag at 1150°K. The latter rate corresponds to a pressure of 2.8
x 10.7 atm

Though reliable rates of effusi n can be determined for the

rapid effusion, a rather serious error arises for the measurement of
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the recoil force, The null determinations may be described as "running”

nulls because the instant at which the balance beam passes through null
is recorded, Consequently, {f the balance is moving rapidly, as it docs
for rapid effusion, an appreciable overshoot of the null results. This
is not objectionable for the rate of cffusion determination; no error

is introduccd by the overshoot if each null is determined in the game
manner. But the last null determination is accompanied by de-energizing
of the heating element and the recoil force is measured by the current
required to return the balance to null, Thus the overshoot occurs in a
direction which reduces the observed recoil force. For slower effusion
the balance either approaches null very slowly, or can be impeded by
adjusting the compensating current, and no such problem arises, But

for rapid effusion under manval control, precise determination of the
recoil force becomes a question of the skill of the operator and his
ability to impede the rate of approach to null so as to eliminate or

minimize the final overshoot.

8. Effect of Sample Surface Area. The effect on the rate cf effusion

of diminishing surface area of sample is shown in Figure 29; the data
for CaF, and Au were obtained when the surface area of each sample

was about the same as the area of the cell orifice, It is of course
desirable to have a large value for the ratio: sample-surface-area

to orifice-area. The minimum value of this ratio which assures a
constant, steady-state (not necessarily equilibrium) pressure depends
on the condensation coefficient of the sample substancell. For similar
surface areas, the rate of effusion of gold remains at a constant value
while that of calcium fluoride decreases with decreasing sample size;
this indicates the condensation coefficient of gold to be nearer unity
than that of calcium fluoride, and provides no direct information about

thr evaporation cocfficients,

9. Permeation of Graphite Walls by Gold and Silver Vapors. Other workers

have noted that silver vapor12 and perhaps tin vapor permeate some
types of graphite., The present experimental system is ideally suited

1
for measuring such permeation. Closed 8 Miker cells were constructed
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to be identical to the normal cell (Figure 22) except that the orifice
is replaced by a flat, closed bottom. |
The rate of permeaticn of sllver end of gold vapors through the
walls of a closed cell was measured and is given in Table 4. At a
given temperature the rate of permecation for both silver and gold is
(on the average) about 3% of their normail effucion rate at that tempera-
ture, The fact that permeation does occur, however, implies that
"normal" effusion contains a contribution from permeation, Edwards
and Downing12 have studied this phenomenon and have demonstrated that
at least two mechanisms exist by which metal vapors can permeate graphite
walls. The vapors may undergo capillary effusion which obeys the
Knudsen equation (except that the orifice area is ambiguous), or ac-
tivated diffusion may occurzs’a. The simplest method for distinguishing
these mechanisms appears to be to make a Knudsen-type calculation on
the permeation data and to compare the results to normal effusjion data;
1f a significant difference is observed in the slopes of log By vs. /T
curves, for example, then the permeation occurs by a non-effusion
mechanism. If the slopes agree, permecation results from capillary
effusion with zero energy of activation,
The workers mentioned above concur that capillary effusion obeys
the Knudsen equation except that a simple parameter, usually assumed
to be negligibly dependent on temperature, appears in place of the ori-
fice area. 1If this is true, then permeation data can be tested by
applying the Knudsen equation directly, with an arbitrary constant for
the unknown parameter, The EK values so calculated bear no necessary
relation to actual pressures, but the log EK vs. 1/T plot will have
the correct slope. To show this let a’ be the unknown parameter for
. the Knudsen equation. Then from equation (1) and the above discussion
= ﬁ(ZﬂRT/MK)%; the product a’P_ can obviously be calculated

K K
from the permeation data., If capillary effusion occurs, we expect a

!
- we have a P

% straight line for log (g'gK) vs, /I, i.e.,

log (a'PK) = A/T + B,

- or

log Py = A/T + (B - log a’),
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TABLE 4
PERMEATION OF CLOSED GRAPHITE CELLS BY GOLD AND SILVER VAPORS

v Gold
{3 Run Temp., °K ug/sec
5 1 1685 0.187
i 2 1653 0.105
£ 3 1628 0.059
4 1590 0.006
1 Silver
E Run Temp., % ug/sec
|
: 1 1393 0.413
2 1577 1.1
g 3 1476 2.50
' 4 1420 1.07
: 5 1367 0.470
6 1647 22.4

70



Pt wes T agiil sl -

B

in which the slope is identical to that for normal Knudsen effusion
data,

Calculations were performed for the permeation data of Table 4.
For convenience a’ was assigned numerical values: for the silver

closed - cell data a’ was assumed to be the orifice area of the Miker

cell used with silver; for the gold closed - cell data a’ was assumed

to be the orifice area (Table 3) of the Miker cell used with gold,
Results of these calculations appear as log EK vs. 1/I plots in
Figures (30) and (31),

The permeation data in Figure 30 yield a slope of ~15900; the
slcpe from the Miker cell data is -15000. The difference in slope of
900 is insufficient to warrant proposal of a permeation mechanism othér
than effusion. Edwards and Downing12 also interpreted slope agreement
within 700 to indicate no new mechanism for silver permeation.

The significance of the one anomalous point in Figure 30 is not
understood, It is not attributed to scatter in the data. The possi-
bility of a discontinuous change in mechanism exists. This is especially
interesting because the same beliavior is exhibited by gold (Figure 31).
The gold permeation data vield a slope of -24850, and the slcpe from
the Miker data is -19960. The difference of almost 5000 is interpreted

as the appearance of a diffusion mechanism, rather than just capillary-

" effusion,

The slopes given above correspond to Agvapl2.303R; therefore, a

: value for Aﬂv p can be calculated both tor diffusion-permeation and

for normal effusion, The difference between the Aﬂvap values 1is at-

 tributed to the energy of activation for permeation by gold of the

graphite cells. The resulting value for gold, 22.5 kcal/mole, is com-
parable to values usually found for the diffusion of gases through

metals and solidszs’a.

Edwards and Downing have pointed out that their results on copper
permeation of graphite walls by activated diffusion imply that copper
must be to some extent scluble in the graphite, The same comments appear
applicable to the present work with gold, especially in light of previous

observations on the gold-graphite interactions.
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10, Experimental Cooling DBata. Application of the results of sub-

gection VI, D, to correction of recoil force data requires knowledge
of the rate of cooliing of the cell after the furnace is de-energized,
Therefore, cooling data were obtained for a typical cell. Temperature
measurements were made with a manually-operated optical pyrometer: the
results must be considered as good approximations rather than precise
determinations. The data, which are given in Table 5, were plotted as
(see subsection D): InT vs. t; In(T - lf) vs. t; and 1-3 vs., t. As
expected, the experimental points lie nearest the theoretical straight
line in the 2-3 piot, which, of course, ‘ndicates that cooling occurs
primarily by radiation. From the slope of the "best" straight line
through the experimental points, the cooling constant kr of equation

(30) was found to be 1.04 x 10712 degree.3 sec™t.

11. Vapor Pressures from Rate of Effusion. A number of measurements

have been made of the rate of effusion of silver, calcium fluoride, and
gold vapors from Miker cells; during these measurements no attempt was
made to measure recoil force. The observed rates of effusion and the
calculated pressures are given in Tables 6, 7, and 8, and the typical
log gK vs. 1/T plots appear in Figures 32, 33, and 34. From the vapor
pressure data in Tables 6 and 8, the heats of sublimation of silver
and gold have been calculated; the details are given in Tables 9 and 10,
The results for all three materials are in rather good agreement
with those of other workers. The heac of sublimation of silver calculated
by the third law method (Table 9) shows little, if any, trend with tem-
perature and the average value, 68,50 £ 0.44 (aversge deviation) kcal/
mole, agrees well with selected values given by Hultgren26 68.10 £ 0.30,
by Nesmeyanosz, 68.1, and by Stull and SinkeAO, 68.4. The vapor pressures
given in Table 7 for calcium fluoride are in fair agreement with those
of Schulz and Sealcy35 whe also used an effusion technique and graphite
cells, The discrepancy between the effusion data and the Langmuir data
obtained by Blue, et, al.7 for calcium fluoride may arise from conden-
sation-evaporation coefficient effectz (see Suiface Area Effects, above),
The data for gold (Table 8, Figure 34) are in reasonable agreement with

5,21

previous data obtained in our laboratory , but the slope of the log
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TABLE 5

EXPERIMENTAL COOLING DATA FOR A TYPICAL MIKER CELL

Trial T, °k t, sec
1 1679 0
1579 17
1453 40
1162 127
2 1677 0
1577 17
1487 3
3 1676 0
1323 68
1243 96
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TABLE 6
VAPOR PRESSURE OF SILVER FROM RATE OF EFFUSION

Rate of

w, ng/sec K
10 1378 9.62 58.7
11 1325 2.94 17.6
12 1293 1.94 11.5
13 1228 0.301 1.74
14 1458 32.5 203,
15 1298 16.4 9.15
16 1345 5.15 31.0
17 1255 0.953 5.55
18 1395 10.9 68.0
19 1248 0.558 3.26
20 1223 0.348 2.00
21 1185 0.157 0.892
22 1150 0.051 0.284
23 1350 4,22 25.0
24 1323 2,52 15.2
25 1290 1.47 8.70
26 1240 0.511 2.97
27 1200 0.207 1,18

*Calculated via equation (1) with cell parameters from Table 3
and with MK = 107.88.
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TABLE 7
VAPOR PRESSURE OF CALCIUM FLUORIDE FROM RATE OF EFFUSION

L oo,
w, ug/sec K

1 1668 9.20 47.5
2 1648 5.92 30.4
3 1600 3.26 16.5
4 1568 1.73 8.65
5 1535 1.07 5.30

6 1520 0.68 3.35
7 1503 0.45 2,20
8 1488 0.25 1.2
9 1463 0.18 0.87

*Calculated via equation (1) with cell parameters from Table 3

and with HK = 78.1,
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TABLE 8
VAPOR PRESSURE OF GOLD FROM RATE OF EFFUSION

Rate of

pesssget,
w, pg/sec K
26 1673 ' 3.72 ‘ 12.5
27 1652 2,82 9.44
28 1625 1.72 5.68
29 1597 1.07 3.50
30 1585 0.89 2,91
31 1569 0.70 2.30
32 1563 0.56 1.83
33 1548 0.42 1.36
34 1533 0.32 0.98

*Calculated via equation (1) with cell parameters from Table 3
and with MK = 197.2.
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TABLE 9

HEAT CF SUBLIMATION OF SILVER FRCH RATE OF EFFUSICH

T 0F°/T -fef(g) -fef (1) Auggg/T Ang%ﬁ
Ok, cal den~ ! molenl _keol pole !

1378 19.36 45,05 15.27 49,14 67.72
1325 21.75 44 .90 14.96 51.70 68.50
1293 22,60 44,81 14,80 52.61 68,03
1228 26.35 44,60 14 .46 56.49 69.37
1458 16.89 45.23 15.66 56.50 67.80
1298 22,92 44,82 14,83 52.92 68.69
1345 20.73 44,95 15.07 50.51 67.94
1255 24,04 44,68 14.59 54,14 67.95
1395 19.06 45,08 15.35 48,.8C 68.08
1248 25.10 44,66 14.56 55,21 68.90
1223 26.07 44 .59 14.43 56.24 68.78
1185 27.68 44 .46 14.26 57.88 68.59
1150 29,95 44,35 14,08 60.23 69.26
1350 21.05 44,96 15.10 50.92 68.74
1323 22,04 44,90 14.96 51.99 68.78
1290 23.15 44,79 14.91 53.04 68,42
1240 25,29 44,63 14.51 55.42 68.72
1200 27.12 44,51 14.39 57.33 68,80
Average 68,50
+0.44

-fef(g) = [-(Fp - Hyg)/T],

-fef(l) = [-(F; - Hggs)/T]

1
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TABLE 10

HEAT OF SUBLIMATION OF GOLD FRCH

FATE OF EFFUSION

k: AF°/T -fef(g) -fef (1) LH oo /T BH3 0
; O cal d@f—l mole keal mn}e-l
i 1673 22.43 47.62 17.57 52.48 87.80
1652 22.99 47.56 17.46 53.09 87.70
! 1625 24.00 47.50 17.35 54.15 88.01
f 1597 24,96 47.42 17.23 55.15 88.06
1585 25.33 47.39 17.17 55.55 88.04
" 1569 25.79 47.35 14,10 56.06 87.96
" 1563 26.25 47.34 17.08 56.51 88.35
1548 26.84 47.30 17.01 57.13 88.44
1533 27.59 47.25 16.91 57.93 88,81
% Average 88,13
+0.27

-fef(g) = [-(F] - Hy ) /T

fef(l) = [-(F9 - H

mtm——- e e i pinine o
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P vs, 1/T plot is eppreciably greater than that of the data selected
by Hultgren26; furthermore, the calculated heats of sublimation
(Table 10) exhibit a definite, though slight, trend with temperature.
The aversge value for the heat of sublimation of gold is 88.1 4+ 0.3

kcal/mole which is to be compared with 87,3 selected by Hultgren26,

87.7 by Nesmeyanov32, and 88,3 determined by Hildenbrand and Ha1123.

It would eppear from the above results that the microbalance -
inverted Knudsen effusion technique (i.e., without recoil force
measurement) 1is capable of providing high temperature vapor pressure
data which are at least as reliable as those determined by any other
technique, One might also note the wide pressure range (3 x 10-7 to
2 x 10-4 atm) which may be investigated with a single Miker cell (Table

6).

12. Molecular Weights from Recoil Force and Rate of Effusion Data.

The capability of the Miker technique to produce valid values for the
molecular weight of vapor effusing from a cell has been examined by
cbtaining both rate of effusion and recoil force data for tin and
calcium fluoride. The data are summarized in Tables 11 and 12 wherein:
the recoil mass m is the uncorrected experimental value (equation 7);
ER is calculated directly from m(equation 7 with m, assumed to be zero);
gK is calculated with equation (1) with QK(Sn) = 118.7 and yK(CaFZ) =
78.1; Mi(uncorrected) is obtained with equation (4); and Mz(correcfig)
is obtained from equation (41) in which k_ has the value 1.04 x 10
deg-3 sec-l(see subsection 10 above). Thz uncertainty given for the
average value of M§ is the average deviation.

The values obtained for P_ are consistently lower than those for

R
gx, which is to be expected from the omission of the cooling correction

=, in calculating P This correction o (equation 38) is typically

R
one-third to one-half as large as the measured recoil mass m, and
therefore the corrected value of ER
Tables 11 and 12,

The magritude of o in comparison with m appears to be the major

is 1.3 -~ 1.5 times that given in

difficulty in the Miker technique. Calculations of m, may be made with

considerable precision (subsection D) if the actual rate of cooling of
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the cell 1s known with appropriate precision and if the assumption of
equilibrium between vapor and solid during cooling is valid.

I may well be noted, however, that in spite of these current
difficulties in precise determination of recoil force, the present
agreement between vapoer pressures calculated from rate of effusion data
and from recoil force data is at least as good as that typically found
between values obtained in different laboratories by workers using
effusion techniques.

The distribution of molecular weight values ﬁ§ for both tin (Table
11) and calcium fluoride (Table 12) are rather similar to distributions
obtained for various substances with the torsion-effusion techniqu036’37
i.e., the average deviation is large and the average value of ﬁ; is
impossibly low; similar discrepancies in the torsion-effusion technique
are also not well understood., From Tables 11 and 12 it is obvious that
the Miker technique provides molecular weight data which are not entirely
unreasonable. Whether various refinements can improve the technique to

the point of providing reliable data remains to be determined,
D. RATE OF EFFUSION FRCM A COOLING KNUDSEN CELL

1. Introduction. The difficulties which arise in the Miker technique

as a result of effusion while the cell is cooling were discussed in
subsection VI. A. 2. There it was also noted that one possible re-
solution of the difficulties is the accurate and precise evaluation

of the mass of vapor which effuses from the Miker cell while the cell
cools. In this subsection we report the approach we have taken towsrd

achieving this evaluation.

2. General Equations: In the usual Knudsen effusion equation which
we write in differential form,
dw = aW (Mlzna)!’rr'l’dz , (14)

w is the mass of vapor (molecular weight M) which effuses in time

i

.

from a Knudsen cell which has an orifice with area a and transmission

-

[=9

probability W, and in which the vapor is at predsure P and temperature T,

While the cell is cooling, the temperature T is, of course, a functicn of
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the tice: T = g(t); conversel;, this relotion may be enprecoed by £ @
£(3), from which
dt = f£’(T)dT. ¢
If we gsoume that equilibriva botweon vapor end condensed phase
18 mainteincd during coolirngz, the vaporfdissoclation pressure P 1o
coavenfeantly related to the texperature by the integratcd Clsusius~
Clapeyron ecguation, ln P = € - (§/T), which we «rite {n cuponeatial

form
P Ae-B/T. (!
Substituting equations (15) ard (16) into (14), we obtoain
& = auquann) fae ¥ T ¥ (nyar, ¢

Unfortunstely, a simple, general expression for £’ (T) is not evaily
the rate of cooling of an effusion cell depends upon many configuraticm
and environzentsl factors which vary widely among various furnaces,
However, in a vacuum furnsce, cooling occurs through conduction and/or

radistion; we shsll consider the two mechanisms separstely,

3. Coolirs by Conduction. PFirst, then, we assume that cooling occurs

by conduction only and that Newton's "lsw of cooling" is cobeyed, {i.e,,

that
k.t .
T - Tf = ('1‘1 - Tf)e ¢, (

in which_’{.‘_i and T . are the initial and final temperatures, time t

1is measured fro;_fhe initiation of cooling from'zi, and gc is to be
evaluated from a plot of 1ln (T - Zf) vs, t. Differentiation of equatior
(18) yields dc--dT/kc(T~- Tf), vwhich is combined with equation (15) an«
the result substituted into equation (17) to obtsin

Bu = - (akA/k ) (w/27B) ¥ ITf T - 1"t ar, ¢

in which Aw is the mass of vapor vhich effuses from a cell while the
cell coola from to zf at a rate described by equation (18). With
the ttansformation B/T = u2/2 and the substitution Q@ = &WA(M/2BR)§,

equation (19) becomes

2
bw = @m¥@/e) [of @ - wheh) e ¢
or, 1f (1 - ufzxz -1 is repltced by the equivalent gerieca,
2
Aw = (2/n)§(Q/kc) I3f~[1 + uf2u2~+ ukan“ +veede™ /zdu. @
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Upon multiplying the e¢xponential term through the series, we find

that the first term to be integrated is just the integrand of the noraal

probability function30 2
o) = 7 e /2 44 (22)

hence, we may write

2
ug -u/2 = A.
juie du = p(u;) - 9u) = bo. (23)
We also pote that each term after the first has the form

f u2ne-u /zdu, n=1,2, 3, ', which can for every n be integrated

by parts to obtain a function of u plus the next lower member of the

f 2(n - 1),-u 2/2

series, du; the general solution
N 3 ] [] = (j + 1)/2 [l
is, with B = (2n)! /2% ('), Yj 2 LG+ 1/21/G + DY,
j = 1. 3. 5. "+
] b b b 2 2 2n 1
ug 2n -u"/2 - 3A.. . fU /2 jqu f
f“i u e du = 305 - Le le 5Y u ] (24)
The solution for equation (21) then is, with j = odd ?nly,
. 2 -2 - 2n-
= (Z/H)%(Q/kc){;v +T ug “(3;¢ - [ 22 ? ﬂv uj]“f)} (25)
’ n=1 =1

In order to determine which, if any, terms in equation (25) may

be negligible in a typical case we now find the range of typical values
of u, and ue. From the original transformation we have u = fEEZE: and
from equation (16) it follows that B = Aﬂv/R' the enthalpy of vaporization/
sublimation AH 1is assumed to be constant., 1If AH and R are expressed
in cal mole-1~:nd cal deg_l mole-1 respectively we may write u "VAH /
s s

this approximation (the value of u is too high by 0.3%) is more precise
than is the usual knowledge of Aﬁv and T for high temperature systems,
We assume that 1060 < Ii < 3000°K and that If = 300°K. Systems typically
studied by effusion techniques at 1000- 3000°K have enthalpies of vapori-
zation/sublimation in the range 20-200 kcal/mole; those with higher values
must necessarily be studied at higher temperatures, i.e., at larger Ii'
Hence, values of u, seldom fall outside the range 4 < u, < 10, the cor-
responding rarge of U is 832 u, < 26, and 1.7 jzgf/gi s 3.2,

Using tabulated values for ¢(v) and e , we find that for
Ef/Ei > 1.7, ~(_ Y/ (y ) < 10 6; hence, A may be replaced by m(g ) with

=f

error less than 1 ppm. With u,. > 8, the term u nSAp (= u Bp(u§)) is
! negligible in comparison with :(_i) for n > 2, We note that e is
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of the same order of magnitude as w(uf),'and that when the summation over
Jwithy= Y is multiplied by 2;2n’

quently, the entire series resulting from substitution of the upper limit

the result is less than one; conse-

of integration Y in equation (25) may be neglected in comparison with

Ay a=¢(ﬁi). In the series resulting from Substitution of the lower /2
2n-1 -

limit Y, the largest term for each value of n is u (u /u ) 7l

if gflgt > 1.7, this quantity becomes negligible (< 0.1%) in comparison

to m(gi) for n > 5. ¢
With the foregoing approximations and the definitions30
i ) oyl
§(v) = (2/m)“p(v), and 8(v) = (2m) %e v /2, (26)
equation (25) may now be written as
-2 -4
= Ly
Aw (Q/kc){y(ui)[l + ug + 3uf ] +
-2n 2n-1 j
28 (u,) z u £ By.wul; j=1,3, 5 (27)
£ ji
n=1l j=1

One final approximation may be noted: {if ue >> Yy, the terms in b in

equation (27) make very small contribution to Aw and in the limit e ™
o {.e., If - 0, equation (27) reduces to
dw = (Q/kc) é(ui), (28)

which could have been obtained directly from equations (19) and (20)

with lf = 0 and 4 =@, Experimentally, the approximation lf = 0 is
equivalent to assuming that over the temperature range in which effusion
during cooling is significant, i.e., over Ii to Xi - (400 £ 100), the

rate of cooling would be the same for T, = 0 as it is for the actual value

f
of Tf, this is not an unreasonable assumption if li >> If.

4, Cooling by Radiation. We now assume that cocling occurs by radiation

only and that the cooling rate is determined by the familiar 14 relation:
ar/de = -k (1° - T]). (29)

Integration of equation (29) produces
ke+e= OO+ emay/nt+ aa/n®+ 1 (o

For high temperature work (T > 1000, T_ == 300°K) an adequate approxi-

f
matlon is k Ltres (313) 1, and gr may be evaluated from a plot of

(3T -1 vs, t (¢ is an integration constant). From equations (29) and
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(15) it follows that £'(I) = -l[gr(l4 - laf) which is substituted into

equation (17) to obtain
1.-9/2 -B/T
e dT

aw = *(aWA/kr)(M/ZﬂR)% fg: (1- (rf/T)“]' T

Using the transformation and substitution which preceed equation {20),

we obtain 2
du_ = (2/m /8% ) J (1 +urlub e T e 2 )
1f again Zf is assumed to be -~ BOOOK, terms in the series above 2;§28

make negligible contribution (< 0,1%) for I > 700°K; the term 2}?28 -

(lf/l)a contributes less than 1 per cent for I > 950°K and less than

0.1 per cent for I > 1700°K. For the moment we assume 2;§28 and higher

terms to be negligible; if they were not, the appropriate intcegrals,

e.g., of u}?glae-u /zdg, can be readily evaluated with equation (24).
With the above approximations equation (31) may be reduced to

dw_ = (2/m)* /88 RN 6.7 /2y, (32)

. which may be readily integrated (equation (34) with n = 3) to obtain

= (2/n)%(Q/SB K )fl,J; (e /2(15u + 503 + )] f} (33)

~ We again replace Ay with w(gi), note that for u_, > 8 the terms in

f
are negligible, and write

£
du_ = (Q/883kr){15§(ui) +28(u)l 150, + suf + uf]}. (34)

If we note that 155(51)/29(gi) > 2, it immediately follows that for

" u, > 5 the #(gi) term contributes less than 0.1% to the value of Agr;

i

~ for 4 < u, < 5 the contribution is 0.1-0.2%. Hence, the $(u,) term

i

? may be omitted and equation (34) becomes

bw = (Q/833kr){2a(ui)[15ui + 5ui + u?J}. (35)

1f the second term (H;§28) in equation (31) is evaluated via

. equation (24), one finds that only the terms in uy with j = 13 and

R
i

e e o

11 make significant contribution to Agr. These two terms may be in-

: corporated into the bracketed expressions of equations (34) and (35)

to obtain, respectively,

3
dw_ = (Q/8B kr){lsi(ui) +

3 5, -8 11 13
28(ui)[15ui +5u] +ul +u (13" +ug )]} (36)
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and

. 3 3 5 -8 11 13
8w _ = (Q/8B kr){ZG(ut)EISui £ 5u] 4 u] +u(Bu 4 ug )1}, (37)

The vslidity of these approximations has been checked by comparing
computed valucs of the bracketed expressioans in equations (34-37) with
(2/n)¥ times the value of the intcgral in equations (31 and 32); the
value of the integral was obtained with 6-7-figure accuracy on a digital
computer. Typical values of ug (15.433) and u, (7.1700) from our Miker

measurements for tin were used, The results were:

Computed value for integral in equation (22 0.114504 x 10-6
Bracketed expression, equation (34) 0.114506
Bracketed expression, equation (35) 0.114495
Computed value for integral in equation (31) 0.114801
Bracketed expression, equation (36) 0.114788
Bracketed expression, equation (37) 0.114777

One further approximation in computing Agt might be noted. We
have not yet checked this rigorously, but the logarithm of the bracketed

expressions in equations (34-37) appears to be a veryy-nearly-linear
function of 1/I. If Q and gr are constant from experiment-to experiment,
log Agr is also a linesr function of 1/T. Therefore, a few appropriately
spaced values of Agr can be computed via equations (34-37), and additional

values obtained by interpolation from a plot of log Agr vs., 1/T,

5. Application to Recoil Force Data., The quantity Aw in the above

equations corresponds precisely to the quantity m, of equation (7)

and Figure 14, and may be substituted directly for m.. We first simplify
the notation: I1(u) represents the bracketed expressions in equations
(34-37) and 5&;% = (9/8235r), i.e., ﬁ;% is removed from Q and K represents

the remainder of the coefficient of the bracketed expressions; now we

may write
m = k() (38)
c K
and substitute into equation (7) to obtain
Py = 2¢lm + xx(u)nz*]/af. (39)

Equation (39) is then combined with equations (3) and (4) to obtain,

respectively,

4 W’wmvw— - S s e e e b v, oo ey



b
* \A% ’ . [¢% ] % A1id
M + m /KI(u) - wf(2nRT)*/2gWKI(u) = 0 (40)
' and
MY+ it /RI() - afRME/20KI(w) =0, (1)
¢ ) 3
which are quadratics in Liz% and may be solved for L[J;f,'* directly,
i
y
i
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TABLE

i3

IDENTIFICATICH OF MAJGR CCLIInRCIAL COLPCHENTIS OF APPARATUS

R S e,
B T

Item

Amplifier, Lock-in
PAR JB-5

Amplifier, Magnetic
No. 10910

Cathode, tungsten, impregnated
Type B

Condulet connectors,
Type CGB
Control, Recorder

Type 1491

Centroller, C,A.T,
Type 10877

Couplings, vacuum,
Cenco

Gauge, vacuum, thermocouple
Type DV-6M

Graphite
Type AUC

Heater, tungsten, insulated
6-1loop, No. XC1700CL

Magnet, rod,
cunife

Null detector, d.c,
Type 9834-2

94

Supplfer

Princeton Applied Research Corp.
Hightstown Rd,
Princeton Junction, New Jersey

Leeds & Northrup Company
4901 Stenton Avenue
Philadelphia 44, Penna.

Philips Metalonics
888 S, Columbus Avenue
Yonkers, New York

Crouse-Hinds Company
Syracuse 1, New York

Cahn Instrument Company
14511 Paramount Blvd,
Paramount, California

Leeds & Northrup Company
4901 Stenton Avenue
Philadelphia 44, Penna.

Central Scientific
1700 Irving Park Rd.
Chicago 13, Illinois

Hastings-Raydist, Incorporated
Hampton, Virginia

National Carbon Company
270 Park Avenue
New York, New York 10017

Electronic Tube Coil Company
557 Eagle Rock Avenue
Roseland, New Jersey

Permag Corporation
88-06 Van Wyck Expressway
Jamaica 18, New York

Leeds & Northrup Company
4901 Stenton Avenue
Philadelphia 44, Penna.




ltem

Octoil pump fluid

Photopot

Pivots, diamond and

sapphire cups

Pressure Meter,
Equibar Type 120

Pressure regulator
Type 10

Pump, diffusion, oil,
4 in., PMC-720

4 in., MCF-30U

4 in., MB-100

2 in., PMC-100

Pump, vacuum, mechanical
Type 1402-B Duon-Seal

Pyrometer, optical
Model 8622-C

Recorder, potentiometric
Model MR

Supplier
Consolidated Vacuum Corporation
1775 Mt. Read Blvd.

Rochester 3, New York

Giannini Controls Corporation
Transducer Division

55 N. Vernon Avenue

Pasadena, California .

Moser Jewel Company
544 Fayette Street
Perth Amboy, Ncw Jersey

Trans-Sonics, Incorporated
P. O, Box 328
Lexington 73, Massachusetts

Lexington Controls, Incorporated
P. 0. Box 132
Burlington, Massachusetts

Consolidated Vacuum Corporation
1775 Mt. Read Blvd,
Rochester 3, Necw York

Consolidated Vacuum Corporation
1775 Mt. Read Blvd.
Rochester 3, New York

Consovlidated Vacuum Corporation
1775 Mt. Read Blvd.
Rochester 3, New York

Consolidated Vacuum Corporation
1775 Mt, Read Blvd,
Rochester 3, New York

Welch Scientific Company
1515 Sedgwick Street
Chicago 10, Illincois

Leeds & Worthiup Cuaupany
4901 Stenton Avenue
Philadelphia 44, Penna.

E. H, Sargent & Company
5919 Peeler Street
Dallas 35, Texas




Item : Supplicr

Recorder, potentiometric

Minneapolis-Honeywell Regulator Co.
Brown 10-MV

Industrial Division
Philadelphia, Penna.

- Valve, vacuum, Granville-Phillips Company
iy varigble leak 5675 E. Arapahoe Avenue
b Cat. No. 9101-M Boulder, Colorado 80301
|
96

ﬂiﬁ%@?ﬂ?‘t A fgp— T S e
o




10,

11.

12,
13.

14,

15.

16.

17.

18.

19.
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